[The study on techniques for monitoring intraocular pressure].
This paper aims at providing an up-to-date review of principle and application of various tonometers, and analyzes the new techniques of diurnal IOP monitoring and design of sensor system abroad. Requirements and test methods for GB/T 14710-93.